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We have developed a differential scanning calorimeter capable of working under applied magnetic
fields of up to 5 T. The calorimeter is highly sensitive and operates over the temperature range
10–300 K. It is shown that, after a proper calibration, the system enables determination of the latent
heat and entropy changes in first-order solid–solid phase transitions. The system is particularly
useful for investigating materials that exhibit the giant magnetocaloric effect arising from a
magnetostructural phase transition. Data for Gd5(Si0.1Ge0.9)4 are presented. © 2003 American
Institute of Physics. @DOI: 10.1063/1.1614857#I. INTRODUCTION
Calorimetry has been used to study a number of physical
properties of solids for more than a century.1 Even now, it is
considered to be a well suited method to determine the na-
ture of phase transitions. Currently, a wide variety of calo-
rimeters exist, which can be broadly classed into two groups.
The first group includes those devices which measure the
heat flux between the sample and a thermal block, while the
temperature of the calorimeter is continuously changed
~scanning calorimeters!. Most of them use a dummy sample
so that they work differentially @differential scanning calo-
rimeters ~DSCs!#. The second group includes the calorim-
eters which are based on the measurement of the temperature
of the sample after a small amount of heat is supplied ~adia-
batic calorimetry, relaxation calorimetry, and ac calorimetry!.
In these instruments, the temperature of the calorimeter is
kept constant during the measurement. There are also calo-
rimeters which combine the two operating methods, as for
instance in the case of the modulated differential scanning
calorimeters which have been recently developed.2 Continu-
ous efforts are devoted to designing calorimeters that are
better adapted to the new materials and with better
performances.3,4
DSCs are particularly suited to studying first-order phase
transitions since they measure the heat flux, and a proper
integration of the calibrated signal yields the latent heat of
the transition. In contrast, ac, relaxation, and adiabatic calo-
rimetry are suitable for determining the specific heat and
therefore, are well adapted for studying continuous phase
transitions. It should be noted that in a first-order transition,
a heat input does not result in a modification of the tempera-
ture of the sample and, therefore, the latter techniques are not
suitable for studying this kind of phase transition.
A number of devices have been developed which are
aimed at studying the effect of the magnetic field on the
thermal properties of phase transitions. Among them, par-
ticularly interesting are those which measure adiabatic tem-
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of a magnetic field ~magnetocaloric effect!,5,6 and a high-
sensitivity differential thermal analysis ~DTA! device which
measures the specific heat at the vortex lattice melt of high
Tc superconductors.7 Nevertheless, in many materials the
transition is first order, with characteristics extremely sensi-
tive to the application of a magnetic field. In these cases, a
DSC is the ideal tool to obtain the latent heat and entropy
changes associated with these transitions since DTA can just
provide an upper limit for the latent heat. In the present
article we describe a high-sensitivity differential scanning
calorimeter which operates over a temperature range from 10
to 300 K and under magnetic fields of up to 5 T. This calo-
rimeter provides accurate values of the latent heat and en-
tropy change at a first-order phase transition under magnetic
field. As a case study, it is used to obtain the field depen-
dence of the latent heat and entropy change in Gd5Si0.4Ge3.6 ,
which displays the giant magnetocaloric effect.8
II. EXPERIMENTAL DETAILS
Figure 1 shows ~a! side and ~b! top cross sections of the
calorimeter. The calorimeter can be adapted to any cryostat
equipped with a superconducting magnet. The apparatus de-
scribed here has the appropriate size to be used with a Tes-
latron© ~Oxford Instruments! system as a host platform. A
magnetic field of up to 5 T is generated along the vertical
axis by a superconducting magnet included in the Teslatron
system. The calorimeter is a copper spool ~1!.9 It is mechani-
cally clamped to a long stainless steel tube. All wiring is
routed through this rod and exits the system via an electrical
feedthrough at its far end. The two sensors ~2!, which are
differentially connected, are placed on the flattened inner sur-
faces of the spool. In order to ensure a good thermal contact,
the sensors are coupled to the block with General Electrics
Oxford Varnish. These sensors are batteries of thermocouples
~Melcor FCO.45-32-05L!10 made of P-N junctions of Bi2Te3
~32 pairs of junctions on a 6.536.5 mm2 surface!. Sample ~3!
and inert reference ~4! are placed directly on top of each
sensor. They are held in place ~in good thermal contact with8 © 2003 American Institute of Physics
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Downthe sensor! by winding a thin ~less than 0.2 mm diameter!
nylon wire around the assembly. Electrical wires exit the
calorimeter through 2.5 mm diameter holes, and they are
thermally coupled to the upper part of the spool before pass-
ing through the stainless steel rod. Such a coupling avoids
the existence of thermal gradients on the wires which could
give rise to spurious thermoelectric voltages. The tempera-
ture of the calorimeter is scanned by changing the tempera-
ture of the variable temperature insert ~VTI! of the Teslatron
cryostat. An accurate reading of the actual temperature of the
calorimeter is achieved by monitoring the electrical resis-
tance of a carbon-glass resistor ~LakeShore Cryotronics Inc.
CGR-1-500! ~5! embedded inside the spool. In order to mini-
mize convection of the exchange gas inside the calorimeter,
the whole assembly is covered by an external copper cylin-
der ~1 mm thick! ~6!, which is screwed to the upper part of
the spool. For an optimal operation, the pressure inside the
calorimeter should be within the range 200–600 mbar. High
purity helium is required since impurities affect the sensitiv-
ity of the calorimeter.
The heat released ~or absorbed! by the sample is mea-
sured by reading the voltage furnished by the thermobatteries
~electrical output! by using a nanovoltmeter ~Keithley 182!.
It is worth reminding that, since the two sensors are con-
nected differentially, the drift in the calorimetric output as-
sociated with changes in the temperature of the calorimetric
block are minimized by the fact that the heat flow of the
reference is subtracted from that of the sample, and there-
fore, the major contribution to the calorimetric output is the
thermal power released ~or absorbed! by the sample during
the first-order phase transition ~latent heat!. The resistance of
the carbon glass is read by means of a lockin amplifier ~EG
& G 7260!.11 The whole system ~including the electronics of
the Teslatron measurement system! was controlled by a PC
FIG. 1. ~a! Side and ~b! top view cross sections of the calorimeter. ~1!
Copper spool, ~2! sensors, ~3! sample, ~4! reference, ~5! carbon-glass resis-
tor, and ~6! cover. The magnetic field, B, is along the symmetry axis of the
calorimeter; ~c! detail showing the heat flow Q˙ for an exothermal transition.loaded 23 Sep 2010 to 161.116.168.227. Redistribution subject to AIP computer. Values of voltage and temperature are acquired at
typical rates of 0.25 Hz.
Since the thermocouples are made of semiconducting el-
ements, the magnetic field is not expected to affect their
thermoelectric output. In contrast, the output voltage will
indeed significantly depend on temperature and therefore, a
proper calibration over the whole operating temperature
range is needed. To carry out such a calibration, the sample is
replaced by a manganin resistance ~50 V!. A constant power
~W! is dissipated by the Joule effect at the resistance ~without
the applied magnetic field!, and the electrical output at the
steady state, Y, is measured. The sensitivity, K, is then given
by: K5Y /W . A typical calorimetric curve for W518 mW is
shown in the inset of Fig. 2.12 The values obtained for the
sensitivity at different temperatures are plotted in Fig. 2.
Data can be fitted by the curve: K (mV/W)51.4
31028 T4 – 2.031025 T315.131023 T210.86 T, which is
also plotted in the figure. It is interesting to note that the
room temperature value is around 10 times larger than the
sensitivity for a conventional DSC,13 and that at tempera-
tures as low as 10 K, a reasonably high value is still ob-
tained.
III. RESULTS
To check the performances of the calorimeter, we have
selected a Cu–Zn–Al alloy undergoing a structural ~marten-
sitic! transition, as a standard system. This material is dia-
magnetic and hence the transition is not affected by a mag-
netic field; this will provide a good test of the insensitivity of
the sensors to a magnetic field. On the other hand, the values
for the latent heat and entropy change associated with the
martensitic transition are very well established over a broad
temperature range by the use of several experimental tech-
niques ~the transition temperature can be modified by
slightly tuning the composition!.14,15 The calorimetric curves
recorded during the reverse transition of a Cu–Zn–Al crystal
are shown in Fig. 3, in the absence of a magnetic field ~con-
tinuous line! and for an applied field of 5 T ~discontinuous
FIG. 2. Sensitivity at zero field as a function of temperature. The solid line
is a fit to the data. Inset: example of a typical calibration thermogram at T
5173 K.license or copyright; see http://rsi.aip.org/about/rights_and_permissions
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Downcurve!. Since the two curves are almost indistinguishable, we
have also plotted the difference between them, d. No signifi-
cant influence of the magnetic field is observed.
In order to obtain the latent heat and the entropy change
in a first-order phase transition, the calorimetric signal has to
be corrected from the baseline ~details can be found, for
instance, in Ref. 16!. The latent heat and the entropy change
are then given by
DH5E
TL
TH dQ
dT dT; DS5ETL
TH 1
T
dQ
dT dT , ~1!
where TH and TL are, respectively, temperatures above and
below the starting and finishing transition temperatures. The
values obtained for the latent heat @DH(B50)5336
63 J/mol, and DH(B55 T)533563 J/mol] and for the en-
tropy change @DS(B50)51.4060.01 J/mol K and DS(B
55 T)51.3960.01 J/mol K] at the martensitic transition of
Cu–Zn–Al are in excellent agreement with published
values.14,15
The apparatus described in this article is particularly
well adapted for measuring the entropy change at the mag-
netostructural phase transition undergone by alloys which
exhibit the giant magnetocaloric effect. The determination of
the entropy change associated with the magnetocaloric effect
in these materials has been an issue of controversial
debate.8,17–20 Proper measurement of the entropy change as-
sociated with the phase transition is expected to contribute to
a better understanding of this interesting phenomenon. Fig-
ure 4 shows an example of the thermal curves recorded dur-
ing heating and cooling of a Gd5(Si0.1Ge0.9)4 sample under
different applied magnetic fields. The small peak at around
130 K arises from a second-order paramagnetic to antiferro-
magnetic phase transition.8 The large peak at lower tempera-
tures is due to a first-order phase transition between two
different orthorhombic structures. An antiferromagnetic–
ferromagnetic transition occurs simultaneously with this
FIG. 3. Calorimetric curves recorded at the martensitic transition of a
Cu2.717Zn0.646Al0.637 single crystal at zero field ~continuous curve! and at B
55 T ~discontinuous curve!. The difference between these two curves d is
also shown.loaded 23 Sep 2010 to 161.116.168.227. Redistribution subject to AIP structural transition.21 The thermal hysteresis amounts to 2–3
K. The magnetic field dependence of the first-order phase
transition is evident from the calorimetric curves. A linear
increase with the magnetic field is obtained for the transition
temperature, with a slope ~54.160.1 K/T! which is in agree-
ment with that derived from magnetization measurements.21
The entropy change at the transition has also been found to
increase with magnetic field, as shown in the insets of Fig. 4.
For B50, DS52.85 J/mol K while for B55 T, DS
53.96 J/mol K. Such an increase is a consequence of the
coupling between structural and magnetic degrees of free-
dom. It is worth remarking that the entropy values derived
from isothermal magnetization curves using the Clausius–
Clapeyron equation coincide with the values measured calo-
rimetrically. A thorough discussion of the measurements on a
series of samples will be given elsewhere.22
To conclude, a differential scanning calorimeter has been
developed which features a high sensitivity down to 10 K,
and which operates under applied magnetic fields up to 5 T.
The device has been used to study first-order solid–solid
phase transitions in the presence of magnetic fields. It has
been shown that it enables an accurate determination of the
entropy change in the magnetostructural phase transition of
alloys exhibiting the giant magnetocaloric effect.
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FIG. 4. Calorimetric curves recorded in the forward and reverse transitions
of a Gd5(Si0.1Ge0.9)4 sample for different applied magnetic fields. Insets
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